
Date : 2012. 06. 25.

Answer : Calibration cycle of UV sensor probes are two years. Calibration costs will be charged.

 

Sent to the customer

F A Q
Subject : Calibration cycle of UV sensor probe.

Calibration cycle: two years after purchase 

Calibration request Calibration by Genicom  Calibration Complete 

Request for formal 

certification authority 
Calibration request to KRISS  
 

(Korea Research Institute of Standards and Science) 

 

Calibration by KRISS Sent to the customer 

① 

② 

GNF-723-4(2) (주)제니컴 A4(210×297)mm


